e optimization for the screw configurations and bone plate parameters was studied to improve the biomechanical performances such as reliable internal fixation and beneficial callus growth for the clinical treatment of femoral shaft fracture. Methods. e finite element analysis (FEA) of internal fixation system under different screw configurations based on the orthogonal design was performed and so was for the different structural parameters of the locking plate based on the combination of uniform and orthogonal design. Moreover, orthogonal experiment weight matrixes for four evaluation indexes with FEA were analyzed. Results. e analytical results showed the optimal scheme of screw configuration was that screws are omitted in the thread holes near the fracture site, and single cortical screws are used in the following holes to the distal end, while the double cortical screws are fixed in thread holes that are distal to the fracture; in the other words, the length of the screws showed an increasing trend from the fracture site to the distal end in the optimized configuration. e plate structure was optimized when thread holes gap reached 13 mm, with a width of 11 mm and 4.6 mm and 5 mm for thickness and diameter of the screw, respectively. e biomechanical performance of the internal fixation construct was further improved by about 10% based on the optimal strain range and lower stress in the internal fixation system. Conclusions. e proposed orthogonal design and uniform design can be used in a more efficient way for the optimization of internal fixation system, which can reduce the simulation runs to about 10% compared with comprehensive test, and the methodology can be also used for other types of fractures to achieve better internal fixation stability and optimal healing efficiency, which may provide a method for an orthopedist in choosing the screw configurations and parameters for internal fixation system in a more efficient way.
Introduction
e femur bears most load among limb bones in human body which is made up of three major parts named the proximal femur, distal femur, and femoral shaft. e femoral shaft fracture is one of the most common fractures in clinical practice [1, 2] . Transversal and comminuted fractures in femoral shaft are usually caused by high kinetic energy impact, extrusion, etc. In clinical application, the locking plate is commonly used as a fixation of those fractures. e internal fixation of locking plate can reduce the destruction of local blood supply under the requirement of strong fixation, but it was reported that the failure rate of screw or plate was quite high, for about 18% of all the treatment with plate fixation [3] [4] [5] .
e main reasons for the failure occurring in the plate fixation may be from the improper selection of internal fixation to violation rules of internal fixation, wrong functional exercise, etc. [4, 6] .
To figure out the frequent failures in screws and bone plates, several related studies were conducted by researchers around the world. Field et al. [7] found that the selectively reducing number of fixed screws had few impacts on the structural stiffness and bone surface stress of internal fixation system; however, optimized scheme of screw configurations was not obtained. Cui et al [8] reported that the axial strength of the device was not affected by the proximal screw, but in a certain working length of plate, proximal screws determined the strength of the internal fixation system. In Katthagen et al.'s study [9] , different plate materials and screws can change the stiffness and limit stress of the locking plate; however, the structural parameters of the plate were not analyzed. Sanders et al [10] found that the length of the plate was more important than the number of screws in terms of structure bending strength.
In the recent years, the finite element method (FEM) has been widely adopted in the study to investigate the failure reasons of implants. Zhang et al. [11] used FEM to explore the distributions of different threaded holes on the locking plate, but different configurations of the screws were not studied. Nourisa et al. [12] used FEM to investigate the influence of screws number and position on the interfragmentary strain of LCP-femur system for a midshaft fracture. Heyland et al. [13] found that semirigid screws could change plate working length to control interfragmentary movement for locking plate fixation at the distal femur. Kim et al. [14] used the Taguchi method and FEM to optimize the geometry of plate and screws; the results showed that the bone screw length was decreased by 60% and the bone plate volume reduced by about 53%, which indicates that the Taguchi method combined with FEM is a useful way for optimization. Okumura et al [15] adopted FEM to explore the influence of cortical layer thickness of bone and structural parameters of the plate on the biomechanical properties of the plate. Chen et al. [16] differentiated the effects of intramedullary nail and locking plate in the treatment of distal femoral fractures with the aid of FEM; however, in his study, the specific parameters of internal fixation system were neglected.
As shown above, the screw configurations and structural parameters of the plate are the two main aspects for study of the fracture treatment. In the multifactor and multilevel study of design of experiments (DOE), the single factor alternative method can be used to only get the best level of the factor in the local area. e result with the full-scale experiment method is relatively reliable, but the cost is too high. e orthogonal experimental design is to select the representative experimental points for experiments, and the full-scale experiment situation can be understood by analyzing results of orthogonal experiment. By using this method, the experimental numbers were greatly reduced, and the best scheme for multiple factors could be obtained [17] .
Based on the 3D modeling technique and FEM, DOE (the uniform and orthogonal design of experiments) is used to design the experiments to study the impact of screw configurations and the structural parameters of the locking plate on the biomechanical performance of the internal fixation construct. e weight matrix analysis is applied to estimate the weights of different levels of each factor which affect the stability of internal fixation. e best scheme of screw configurations and optimal parameters of the locking plate are obtained from the methods mentioned above, and the obtained scheme might provide guidance for the orthopedic surgeon while conducting the clinical treatment of femoral shaft fracture fixation.
Materials and Methods

Geometric Modeling.
A pathologically healthy femur from a healthy male (with the informed consent) was scanned by CT (computed tomography). e scanned data were saved in the format of DICOM (Digital Imaging and Communications in Medicine).
en, Mimics 17.0 (Materialise, Leuven, Belgium) was used for data processing to create the surface model of the femur and export in the * .igs format. Prior to the establishment of three-dimensional (3D) model, reverse engineering (RE) software Geomagic Studio 12.0 (Geomagic, North Carolina, USA) was utilized for point cloud processing, surface modification, and 3D model constructing.
e structural parameters of the locking plate and the screw in the analysis model were provided by Orthmed Medical Instrument Company (Changzhou, China), and the bone screw and bone plate were substituted by cylinder and plate model for simplification.
Orthogonal Design for Screw Configurations.
e best scheme of the screw configurations can be determined, to ensure the stability of internal fixation. Considering the need of stability for internal fixation system, double cortical screws were used in both sides of distal thread hole to increase the anti-pull-out strength [18] . erefore, the other four groups of thread holes in the plate were the main focuses in the study. e design factors of four groups of thread holes are shown in Figure 1 , where A, B, C, and D represent the screw fixation position in the 4 thread holes from the holes near the fracture to the distal end of fracture site, respectively, and the configurations are set symmetrically to the fracture. As shown in Table 1 , each group of fixed screws in the thread holes has 3 levels, respectively. us, the L 9 (3 4 ) orthogonal array was used to perform the four factors and three levels of orthogonal experiment in the study of screw configurations, as shown in Table 2 and Figure 1 .
In Table 2 , calculations of II 1 , III 2 , and Δ 1 were taken as the example to illustrate the following. II 1 is the sum of the experimental results of the factor A at the level of "2," that is, II 1 � F 4 + F 5 + F 6 ; III 2 is the sum of the experimental results for the factor B at the level of "3," that is, III 2 � F 3 + F 6 + F 9 ; Δ 1 � max{I 1 , II 1 , III 1 } − min{I 1 , II 1 , III 1 }.
If the calculation result is Δ 2 > Δ 3 > Δ 1 > Δ 4 , the factor order of influencing on the index is B, C, A, and D [19] . Four indexes of this study were observed as the maximum von Mises stresses of the plate (P), screw (N), and femur (K) and the maximum strain of the callus (L). e criteria of better configurations are the one with lower level of the 4 abovementioned indexes.
Finite Element Modeling.
e plate, bone, and screw model were assembled in the Pro/E 4.0 (Parametric Technology Corporation, Massachusetts, USA) according to the orthogonal table of L 9 (34), the abovementioned nine types of the internal fixation systems, respectively. en, the models of the internal fixation were imported into the ANSYS 17.0 (Ansys Inc., Pennsylvania, USA) software; 3 mm thickness fragment was cut out in the middle of the femur to simulate the initial callus state. 10-node tetrahedral element of Solid 187 was used for the model meshed.
e cortical bone, cancellous bone, callus, titanium alloy plate, and screws were modeled as continuous, homogeneous, and isotropic linear elastic materials [20] , and the corresponding elastic modulus were set as 16.8, 0.84, 0.01, 105, and 105 GPa, respectively, and Poisson's ratio was 0.3 [21] [22] [23] . e contacts could be regarded as the glue state as there is no relative movement between the screws and the plate and the screws and the femur [24] , same as was the contact state of callus and the femur.
Loading and Solving.
A key point above the femoral head should be created to apply conveniently loads acting on the femur. e key point was modeled with 3D Mass21, and the real constant was set.
us, the master node was established. en, a rigid area between the master and slave nodes on the surface of the femoral head was further established.
Considering an adult's one leg standing state, the axial compression of 600 N and the torque of 10 N·m were applied to the master node. e distal end of the femur was rigidly Computational and Mathematical Methods in Medicine 3 fixed, as shown in Figure 2 . e corresponding distributions of equivalent stress and strain were obtained after the analysis.
Experimental Design of Structural Parameters of the Plate.
To optimize the plate structure, it was necessary to choose the appropriate parameters of plate as design factors and more levels for each factor in DOE. e orthogonal design can be used to search the optimal parameter of plate. And the experimental results were easily performed with intuitionistic analysis or variance analysis. However, the orthogonal design needs relatively more number of experimental runs, at least equal to square of the number of levels. For example, if an experiment has four factors with each factor needing eight levels (the following plate parameters of DOE), one needs at least 8 2 � 64 experiment runs, which are not included considering the interaction effects between the factors. erefore, the orthogonal design is not suitable for multilevel case. e uniform design method was proposed to solve the problem. e experimental number of the uniform design could be equal to the number of levels. However, few experimental numbers lead to the result data that need to be processed by regression analysis with the statistical software, e.g., SAS (SAS Institute Inc., North Carolina, USA). Moreover, it demands the analyst to have not only solid professional knowledge and but also considerably plenty of statistical knowledge. To utilize the advantages of the orthogonal design and the uniform design, the combination of two experimental designs [25] was applied in this study, i.e., little number of experimental runs was adopted to obtain the optimal parameters by intuitionistic analysis.
Preliminary Screening of Levels at Each Factor.
As for the uniform design, experimental points are uniformly scattered in the domain. e optimal designs in the experiment are close to those over all experimental domain. us, the experimental results are effective and accepted. So, the uniform design can be used firstly for preliminary screening of levels for each factor in multiple number of levels and the corresponding orthogonal design for finely screening of optimal experimental parameters. In order to screen their levels, four design factors were selected, and uniform design table of U * 8 (8 5 ) (Table 3 ) was used to arrange 8 experiment runs. In Table 3 , the four factors of E, G, H, and R denote the spacing between the thread holes, the width of the lower surface of the plate, the thickness of the plate, and the diameter of the screw, respectively, as shown in Figure 3 . Eight levels were set for each factor, and the maximum level was consistent with the original plate parameter. en, according to Table 3 , each group's finite element model was created, loaded, and solved.
Orthogonal Design of Structural Parameters of the
Plate. Because the optimal structural parameters of the plate in the experiment were close to the preliminarily screened experimental results by the uniform design, three levels most close to the experimental levels screened by the uniform design were selected and finely screened for the optimal structural parameters of the plate by the orthogonal design with the L 9 (3 4 ) orthogonal array (Table 4 ).
Experimental Tests.
To check the above experimental design results, physical models for testing were made, in which an artificial bone (Sawbones, Washington, USA) was utilized, as shown in Figures 3 and 4 .
ree models of different fracture fixation constructs were considered: the original internal fixation model (group A), the internal fixation model with screw configurations optimization (group B), and the internal fixation model with screw configurations and plate optimization (group C). e layout of ten measuring points on each model is shown in Figure 4 .
In Figure 5 , the MTS Bionix servohydraulic test system (INSTRON, Massachusetts, USA) was used to perform combined loading. Axial compression loading of 600 N and torsional loading of 10 N·m were applied to the proximal end of the bone. ARAMIS optical system (GOM, Braunschweig, Germany) was used to measure the displacement and velocity under loadings and obtain the strain of each measuring point. Table 5 , the simulation results of four indexes were obtained by the FEA of the nine types of experimental scheme from the orthogonal designs of screw configurations. e maximum von Mises stress of screws at each type was greater than that of the plate. e von Mises stress of the implants at the eighth type was the smallest, as shown in Figure 6 . e maximum von Mises stress of the femur at the third type was slightly smaller than that of other types. e maximum strain of callus at each type was close. Among all types, the maximum von Mises stress occurred at the screw in the third type; the von Mises stress contour of its internal fixation model is shown in Figure 7 . An intuitionistic analysis was made for the four indexes. e obtained results are shown in Table 6 . In this paper, P, N, and K denote the maximum von Mises stress of plate, screw, and the femur, respectively, and L denotes the maximum strain in the callus. Table 4 : Orthogonal array of optimal structural parameters.
Results
Screw Configurations. As shown in
Number of experiments
Factors
Results of experiment
Processing of experimental results 
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From Table 6 , the optimal schemes of screw configurations were A 3 B 2 C 2 D 1 , A 3 B 2 C 2 D 1 , A 1 B 2 C 1 D 2 , and A 1 B 2 C 1 D 1 according to the maximum von Mises stress of the plate (P), the screw (N), and the femur (K) and the maximum strain of callus (L), respectively. Due to the different schemes obtained with respect to different index, the comprehensive consideration for the four indexes was needed to achieve the best scheme. In this study, the weight analysis method [26] was used to compute the weight of every level at each factor influencing the indexes, and the best scheme can be determined for the orthogonal experiment according to evaluated weight value. e calculation processes were as follows.
ree layer matrixes and the weight matrix were given by 
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ere were four respective weights obtained for the four indexes in Table 6 . e four weights were averaged as As shown in the above expression, the weights of three levels at factor A were 0.1239, 0.1185, and 0.1386, respectively, where the weight of A 3 is the largest in factor A. Similarly, the weights of B 2 , C 1 , and D 1 are the largest in factor B, C, and D, respectively. Because the weights of A 3 , B 2 , C 1 , and D 1 are the largest corresponding to factors A, B, C, and D, the best scheme in the orthogonal experiment is A 3 B 2 C 1 D 1 , which implied that the screws were omitted in A holes, single cortical screws were fixed in B thread holes, and double cortical screws were fixed in C and D thread holes, that is to say, optimal screw configurations are the type with screws that are omitted in the thread holes near the fracture site, and single cortical screws are fixed in the following holes to the distal end, while the double cortical screws are used in thread holes that are distal to the fracture. Meanwhile, the influences of the factors on the indexes were A, C, B, and D in order based on the weight value of the four factors.
Preliminary Screening of Structural Parameters of the
Plate. After finishing FEA of the eight types from the uniform design of structure parameters, the simulation results of four indexes were obtained, as shown in Table 7 . Considering the optimal fracture healing range was 2%-10% and the maximum von Mises stress for the femur should not exceed 100 MPa, the fourth type of uniform experiments was screened as the optimal scheme. As shown in Table 3 , in row 4, the optimal plate parameters were that the spacing between the thread hole is 14 mm, the width of the lower surface of the plate is 12 mm, the thickness of the plate is 4.9 mm, and the diameter of screw is 4.5 mm. e von Mises stress contour of the plate, the screw, and the femur and the strain contour of the callus in the fourth type of experiments are shown in Figure 8. 
Orthogonal Design of Structural Parameters of the Plate.
ree levels close to the optimal plate parameters by the above uniform design were determined: let E be 13, 14, and 15 mm, G be 11, 11.5, and 12 mm, H be 4.6, 4.9, and 5.2 mm, and R be 4, 4.5, and 5 mm. e orthogonal design with the L 9 (3 4 ) array (Table 4 ) was carried out. e simulation results of four indexes were obtained by the FEA of the nine types of experimental scheme from the orthogonal design of structure parameters (Table 8 ). e largest value for the maximum von Mises stress of the implant and the femur occurred in the ninth type. And the maximum von Mises stress of the femur reached 156 MPa, much larger than that of the other type. e maximum strain of callus at each type was close.
e von Mises stress contours of the plate and the femur in the ninth type are shown in Figure 9 . An intuitionistic analysis was made for the four indexes. e obtained results are listed in Table 9 .
For the abovementioned screw configurations, weight matrix analysis was applied to obtain the weights for three levels at four factors. According to Table 9 , the results were given by 
e best scheme in the orthogonal experiment was E 1 G 1 H 1 R 3 based on the weights of the factor in the above expression. e optimal parameters of the plate were that the spacing between the thread holes, the width of the lower surface of the plate, the thickness of the plate, and the diameter of the screw were 13, 11, 4.6, and 5 mm, respectively. e influences of the factors on the indexes were R, E, H, and G in order.
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Optimization Evaluation.
Biomechanical performance of optimal scheme that we obtained based on DOE was compared with the original construct, and the stress in the plate and screws was used to evaluate the improvement; the comparison is shown in Table 10 .
e maximum stress in the femur was all lower than 100 MPa in the original and optimal constructs, and the maximum strain in the callus was both in the optimal range of 2%-10% for the two schemes. And the maximum stress in the plate and screws was reduced by 10.9% and 12.7%, respectively, after the optimization. e conclusion could be made that the stability of internal fixation system was improved by about 10% using the optimization.
Experimental Validation.
After finishing the experimental testing of the above three groups of internal fixation models, the strain at each measuring point of the model was obtained. Figure 10 shows the comparison of the numerical predictions of the strain with the physical experimental results at nine measuring points. e maximum difference between simulation results and experimental results was 17.083%, which occurred at Point 5 in Group A. e measuring point 10 was located on the simulated callus in Groups A-C. e strains were 5.342%, 4.653%, and 3.501%, respectively. e strain from corresponding FEA results was 5.422%, 4.662%, and 3.280%.
e maximum deviation rate of the all combinations was 6.312%, which occurred in Group C.
Discussion
In this study, the optimal design of internal fixation parameters was studied to achieve the stability and healing efficiency for the plate fixation system. Screw configurations were optimized by orthogonal design, and the plate dimensions were optimized by the combination of uniform and orthogonal design. Parameter combinations for each simulation were determined by uniform and orthogonal table. e criteria used for evaluating the optimal construct were fixation stability and healing performance for the fractured bone.
For the optimization of screw configurations using intuitionistic analysis for orthogonal design, the stress in the internal fixation construct and femur was greatly influenced by the first and second holes that are near the fracture site.
e result is in accordance with previous studies [27, 28] , which indicates that the usage of screw hole near the fracture site has great influence on the stress distribution in the internal fixation system. However, when it comes to the index of callus strain, the third screw hole that is far from the fracture site had the biggest influence, which is contradictory to some previous studies [29, 30] , and may result from our focus on the length of screws and not the other variables such as working length, screw density, and so on. In a word, different schemes were obtained under different evaluation indexes, and these schemes may be contradicted. e weight matrix analysis was performed to obtain a comprehensive consideration for these different evaluation indexes. e optimal construct of screw length in different holes showed that screws should be omitted in the first thread holes near the fracture site; single cortical screws are used in the following holes to the distal end, while the double cortical screws are fixed in thread holes that are distal to the fracture. In the other words, the length of the screws showed an increasing trend from the fracture site to the distal end in the optimized configurations.
e positive gradient of screw length from fracture site to the distal end is an optimal configuration that can both ensure the fixation stability and healing efficiency. is conclusion is useful for an orthopedist to choose the length of screws and their locations in the plate, and a combination of short screw near the fracture site and long screw length in the distal end can get a balance between the fixation stability and healing efficiency.
For the optimization of plate structure, using orthogonal design may directly not get the ideal combinations, for there exists large number of combinations in the continuous range for structure parameters; a small step range was needed to get the ideal combinations, e.g., each five design parameters has eight levels, which will generate 8 5 mathematical combinations. e proposed method of design of experiment will greatly reduce the number of runs to less than 10% of comprehensive test. A standard uniform design using the uniform table of U * 8 (8 5 ) was performed to conduct 8 numerical simulations. Uniform design was used as the preliminary screening for structure parameters of plate system, and the screened parameters were used as the base data for the following orthogonal design. e following orthogonal design showed that screw diameter was the most significant parameter influencing the maximum stress in plate fixation system and strain in the callus. Previous studies [31, 32] have also declared that screw diameter played an important role in the mechanical environment for internal fixation system. Weight matrix analysis showed that the optimal combination was 13 mm, 11 mm, 4.6 mm, and 5 mm for thread hole gap, width of lower surface of the plate, plate thickness, and screw diameters, respectively. e evaluation indexes for these combinations were also beneficial for fixation stability and healing efficiency.
e number by the orthogonal design of 4 levels and 3 factors was reduced to 9 experiment runs, and every level of each factor was combined with every level of the other factors only once in the experiment [28] and so was the uniform design, which can greatly reduce the number of simulations. e influences of the factors on stability of the internal fixation in order and the interactions among the factors can be observed with the intuitionistic analysis. Moreover, the effect weight of every level for each factor on the comprehensive performance index of the internal fixation, the best scheme, and the influences of the factors on the experimental results in order can be obtained by combining the weight matrix analysis with the intuitionistic analysis in this study. Although the orthogonal design can be used to arrange the experiments of multiple factors and significantly reduce the number of experiments, more levels of factors usually appeared in the experiment of biomedical engineering, which leads to much more experiment runs. Uniform design is suitable for multifactor and multilevel DOE and can further reduce number of experiments. In order to improve larger number of experiments for orthogonal design and the result data being difficult to handle for uniform design, two methods were combined in this study. In the parameter optimization of plate, at least 8 5 experimental runs were reduced to 17 runs by utilizing the combined experiment method. us, the number of experiments was further reduced, which was more convenient for the result data processing.
e combined method proposed in the present study is suitable for optimization of medical implant parameters, biological material properties, production formula, etc., which could also be used for other scenarios of fractures to achieve better internal fixation stability and improved healing efficiency.
Moreover, the finite element models were validated based on the comparison between silicon results and physical test. e deviations of the two results are all lower than 18% under the three combinations, which means that the numerical model is acceptable for physical test. However, the comparison results showed that strain from numerical simulation in the measuring points are all higher than that from physical test.
is may be resulted from the ideal boundary condition and contact pairs in the silicon research.
e ideal boundary conditions may ignore some restrictions like the contact distance between bone and the plate, the different locations of thread screws for physical models, and so on. All these defections would cause larger deformation in the numerical models. At the same time, the deviations are large at the measuring points of 4, 5, 6, and 7. ese points are all located among the working length of the plate, where the region is believed to generate large deformations. Due to the ideal boundary conditions for numerical simulations, the deviation would be enlarged under the higher deformation compared with the measuring points that are far from the fracture site. ere was generally consistent trend between the numerical predictions of the strain and the measuring values in Group A, Group B, and Group C, as shown in Figure 10 . e deviation of results might be due to difficulty in the FEA model agreement with the physical model. For example, there was the difference between human bone and artificial bone. In addition, loading and boundary condition of FEA models were idealized compared to reality.
Limitations of the study were simplification for the FE modeling of the internal fixation and its specific load applied on the femur. Firstly, the femur was modeled as two uniform homogeneous materials in the present study, whereas the femur material is heterogeneous. Secondly, two simplified loads of compression and torsion were applied to the FE model without considering the effect of muscle, and the magnitude of these loads are limited to a specific type (600 N for compression and 10 N·m for torque), while the other load types can lead to the different results for internal fixation system; this is necessary to mention that the conclusion obtained in this paper corresponds to a patient of 60 kg only in standing position, and the other load types need to be conducted rapidly with the help from the methods mentioned in this paper. In addition, the distal end of the femur was fully constrained in boundary conditions of the model, whereas physiologically there is partial constraint. Additionally, the criterion we used for evaluation bone healing is the interfragmentary theory, which did not consider the whole healing process, but only the initial condition for the bone healing. For better evaluation of the healing performance, a combination of deviation strain and fluid flow is useful stimuli [17, 33] . Blood vessel growth [34] and cell proliferation [35] are also important factors that are needed to be considered in the fractured bone healing. Moreover, different orthopedic implants such as intramedullary nails [35, 36] will provide different mechanical environments for fracture site during bone healing. us, our future work would focus on these limitations of the study.
Conclusions
e present study presents a design of an experimental method to conduct an optimization for internal fixation system with the plate. e efficiency of optimization for screw configurations and plate structure was greatly improved with the large number of runs reduced. e optimized results will provide enhanced biomechanical environment for internal fixation stability and optimal healing efficiency under the specific fracture case, and the other cases could also be optimized efficiently with this methodology. Furthermore, the present approach could provide guidance in the choice of internal fixation parameters in a more efficient way, which could also lead to the exploration of modification and optimization for internal fixation system.
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